
Abstract. Aim: To compare analytical characteristics between
two different methods, a automated chemiluminescent
immunoassay (CLIA) versus a radioimmunometric assay (RIA),
for the determination of carbohydrate antigen 19-9 (CA19-9).
Materials and Methods: One hundred and eighty-five blood
samples from consecutively enrolled individuals (87 males and
98 females, aged 22-89 and 29-89 years, respectively) were
evaluated. For both assays, a cut-off of 37 U/ml was used.
Results: Comparison between assays was analyzed using
Passing–Bablok regression, which showed a high inter-assay
correlation (r=0.926). The mean intra-assay coefficient of
variation was 17.6% (range=6.1-50.7%) for the RIA (n=10
samples) and 5.2% (range=0.4-17.0%) for the CLIA assay
(n=26 samples). Conclusion: This study showed that CLIA for
CA19-9 has a good reliability on all samples analyzed and
should be preferred to RIA with the aim of reducing costs,
greater standardization and more harmonized results.

Carbohydrate antigen 19-9 (CA19-9) (also known as cancer
antigen 19-9, and sialylated Lewis (a) antigen), is a mucin-
type pentasaccharide which is specifically recognized by a
specific monoclonal antibody (1). CA19-9 is the most
frequently used tumor marker for cancer of the digestive tract,
after carcinoembryonic antigen (2, 3). It is currently used in
pre-treatment evaluation and in surveillance after treatment
(4), both surgical and pharmacological, to early detect relapse
or metastasis. At the present time, the use of CA19-9 for
screening is not recommended due to several interferences that
limit the specificity and sensitivity of the test. An increase of

circulating level of CA19-9 not related to cancer arises in two
main situations: i) inflammatory diseases of digestive tract,
liver diseases and cholestasis, and ii) false positivity related to
other possible interferences (5). Furthermore, CA19-9 is
biochemically related to the Lewis A (BG-5, Lea) blood group
substance; approximately 5-7% of all humans are genetically
negative for Lewis blood group antigens and will be unable to
produce the CA19-9 antigen even in the presence of malignant
tissue (6). Phenotyping for the presence of the Lewis blood
group antigen may be insufficient to detect true Lewis antigen-
negative individuals. Even patients who have Lewis antigen-
positive genotype may produce varying levels of CA19-9 as
a result of the gene-dosage effect.
In neoplastic pathology, CA19-9 level is useful not only

when following-up patients with digestive tract tumors, but
also for those with bile duct cancer, ovarian mucinous
cystadenocarcinoma and uterine adenocarcinomas. A low
CA19-9 level does not exclude the possible presence of a
malignant tumor, just as a high level is not indicative of the
existence of such tumor. 
CA19-9 is measured by different methods such as

immunoassays, immunoradiometric assays and automated
immunometric assays employing, for example,
chemiluminescent detection; the method actually in use at
our laboratory is a manual radioimmunoassay (RIA) (CisBio
ELSA-CA19-9; CisBio Bioassays, Codolet, France). 
Various studies have shown the lack of harmonization of the

results obtained with different methods, mainly because
different molecular variant of this marker exist; furthermore the
evaluation of CA19-9 performed with assays from different
manufacturers can vary, due to differences in assay methods,
antibodies used and reagent specificity (7). Hence with the aim
of matching the performance and the reproducibility of two
different methods used for the evaluation of CA19-9, we
compared the RIA method (ELSA-CA19-9, CisBio) already in
use in our laboratory and an automated analyzer based on
chemiluminescence immunoassay (CLIA) (Snibe MAGLUMI
CA19-9; Snibe Co., Ltd., Shenzen, China), independently of
the clinical condition of patients.
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Materials and Methods

After obtaining written informed consent, blood samples from 185
individuals (87 males and 98 females, aged 22-89 and 29-89 years,
respectively) affected by oncological and non-oncological pathologies,
enrolled consecutively from December 2015 to March 2016 were
evaluated. All blood samples were sent to the Laboratory of Tumor
Markers (Policlinico Umberto I, Sapienza University of Rome). All
sera were obtained following a standard collection protocol: samples
were collected in a Red Top Vacutainer, and centrifuged for 15 min at
3500 × g. The serum fractions were aliquoted and stored at −80˚C
until analysis. Samples were thawed only once. 
The level of CA19-9 were measured both by an RIA method

(CisBio ELSA-CA19-9) and by an automated analyzer based on
CLIA (Snibe MAGLUMI CA19-9). All assays were performed
according to the manufacturers’ instructions and both used a cut-off
of normality of 37 U/mL based on the 95% confidence interval.
The RIA ELSA-CA19-9 assay is a solid-phase two-step sandwich

immunometric assay in which monoclonal antibody to CA19-9 is
coated on the ELSA (a solid phase fixed on the bottom of the tube)
and another antibody to CA19-9 radiolabelled with iodine-125 is used
as a tracer. The radioactivity bound to the ELSA is proportional to the
amount of CA19-9 present in the sample at the beginning of the assay. 
We compared this method with a fully-automated two-step sandwich

CLIA (Snibe MAGLUMI CA19-9) which uses ABEI (is a non-
enzymatic molecule with special structure to enhance acid and alkaline
stability) to label an monoclonal antibody to CA19-9, and another anti-
monoclonal antibody to CA19-9 to coat magnetic microbeads. After a
flash chemiluminescent reaction, the light signal is measured by a
photomultiplier within 3 s (as relative light units; RLU) and is
proportional to the concentration of CA19-9 present in the sample. 

Statistical analysis. All analyses were performed using Analyse-It
v.4.51 statistical software (Analyse-it Software, Ltd. Leeds, UK).

Comparison between assays was analyzed using Passing–Bablok
regression, which is a robust, non-parametric statistical method which
is not sensitive to outliers or the distribution of errors (8-10).
Comparison studies were also performed evaluating the mountain plot,
which shows the distribution of the differences with an emphasis on
the center and the tails of the distribution (11-13), and using the Bland-
Altman method for difference plots, which shows the difference in
measurement between two methods, allowing estimates of bias, with
corresponding confidence interval (CI) (14-16).
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Figure 1. Comparison of the assays performed using Snibe’s MAGLUMI and our reference radioimmunometric assay method (CisBio RIA) for the
determination of carbohydrate antigen 19-9. Passing–Bablok regression plotted using linear (A) and logarithmic (B) scales.

Figure 2. Mountain plot showing the distribution of differences in
measurement between the chemiluminescent MAGLUMI immunoassay
and radioimmunometric assay (RIA) methods for the determination of
carbohydrate antigen 19-9, with an emphasis on the center and the tails
of the distribution. 



Results

The values for CA19-9 ranged from 8.00-18980 U/mL as
determined by CisBio RIA and 1.00-6,435 U/mL as
determined by Snibe MAGLUMI. Comparison of the assays
performed using Snibe’s MAGLUMI CA19-9 and our
reference method showed a high interassay correlation
[r=0.926, with slope of 0.6966 (95% CI=0.5730-0.8716) and
intercept of 0.3360 (95% CI=−2.271-2.027), CI based on 999
bootstrap samples] (Figure 1). 
The results evaluated with mountain plot (Figure 2) and

Bland-Altman difference plot showed a mean difference of
−33.43% (95% limit of agreement=−135.49-68.63%) (Figure 3).

The precision of MAGLUMI vs. RIA was determined by
testing 26 and 10 samples, respectively, in duplicate. The
mean intra-assay coefficient of variation (CV) was 17.6%
(range=6.1-50.7%) with RIA (n=10 samples) and 5.2%
(range=0.4-17.0%) with MAGLUMI assay (n=26 samples)
as shown in Figure 4.
The precision and linearity of MAGLUMI assay were also

determined by testing serum pools from samples routinely
referred to our laboratory, the results are expressed as CV.
The intra-assay precision was tested in five replicates for
three serum pools: low, intermediate and high CA19-9. The
mean results were 8.9 U/mL (CV=5.2%), 65.8 U/mL
(CV=6.4%) and 206.6 U/mL (CV=7.2%), respectively.
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Figure 3. Bland-Altman difference plot of the relative differences between the chemiluminescent MAGLUMI immunoassay and radioimmunometric
assay (CisBio RIA) methods for the determination of carbohydrate antigen 19-9 (CA19-9). The y axis shows the difference between the two paired
measurements and the x axis represents the average of these measures, as the best estimate of the true value. This plot is useful when the methods
exhibit variability related to increasing magnitude, where the points on a difference plot form a band which starts narrow and becomes wider as ×
increases to avoid an artificial relationship between the difference and magnitude (16). LoA: Limit of agreement, for comparison of the likely
differences between individual results measured by the two methods.

Figure 4. Precision of radioimmunometric assay (CisBio RIA) (A) and the chemiluminescent MAGLUMI immunoassay (B) for the determination of
carbohydrate antigen 19-9 (CA19-9). 



The inter-assay precision for MAGLUMI was obtained
with three serum pool replicates (low, intermediate and high
CA19-9) in four different runs. The mean results were 
9 U/mL (CV=6%), 65.5 U/mL (CV=5.6%) and 212 U/mL
(CV=12%), respectively.
The inter-assay linearity was obtained by testing three

dilutions in three replicates of a serum pool with a high
CA19-9 value from samples routinely referred to our
laboratory. Dilution factors used were 1:2, 1:10 and 1:100.
The mean values were 179 U/mL (CV=5.2%), 135.4 U/mL
(CV=7.4%) and 256.0 U/mL (CV=22.9%), respectively.
The inter-assay linearity of serum dilutions were tested in

four replicates and mean values were 190 U/mL (CV=6.6%)
for the 1:2 dilution, 135.5 U/mL (CV=3.3%) for the 1:10
dilution and 237.3 U/mL (CV=22.2%) for the 1:100 dilution.
Both precision and linearity analyses showed that Snibe’s

MAGLUMI CA19-9 has good reliability as an alternative to
RIA.

Discussion

CA19-9 was discovered in patients with cancer of the
gastrointestinal tract (gastric, pancreatic and colon rectal
cancer), bile duct cancer, ovarian mucinous cystoadenoma
and uterine adenocarcinoma. This marker is very important
for the management of oncological patients, especially before
and after treatment, both surgical and pharmacological, and
can provide important information on eventual relapse of
disease or presence of metastasis.
The first method used to test CA19-9 was RIA through the

use of monoclonal antibodies (1116NS19-9) (5). There are
many variables that can lead to loss of linearity and
correlation of RIA: the operator, dilution and incubation
times used, and reaction kinetics. Nowadays, there are
numerous automated assays which have replaced the RIA but
they differ significantly in analytical performances, leading
to an improvement in precision but worsening in the
correlation between CA19-9 values obtained with different
methods. We observed conflicting data in the CA19-9 results
through the evaluation of External Quality Assessment
between laboratories involved in the program.
The assays for the detection of CA19-9 and comparison

between them have been studied extensively (7, 17-19), but
according to Passerini et al. (17), interchangeability between
methods for the evaluation of CA19.9 has not yet been
achieved. For example Passerini and colleagues compared
two different automated immunoassays for the determination
of CA19-9, but despite their comparable diagnostic accuracy,
the methods were not interchangeable (20); Stern et al.
compared six different immunoassays for CA19-9 and found
significant differences among systems (21).
Different causes may be involved in this lack of

harmonization between the results obtained from different

assays, for example, the lack of an international reference
standard for use by the different manufacturers to
appropriately calibrate their kits (17). 
In this study, we evaluated MAGLUMI CA19-9 (Snibe

Co., Ltd., Shenzen, China), an automatic assay system, for
correlation, precision and analytical concordance with our
reference method. Our comparison study performed with
Passing and Bablok regression showed good agreement
between MAGLUMI and RIA for the determination of
CA19-9 (r=0.926). We also observed a good intra- and inter-
assay precision for MAGLUMI CA19-9 assay.
This study showed that MAGLUMI CA19-9 allows better

standardization and has a good reliability on all samples;
moreover it enables testing of a greater number of samples
with smaller amounts of reagents and produces more rapid
results, with obvious clinical implications for the patients. In
conclusion, MAGLUMI CA19-9 assay should be preferred
to RIA with the aim of reducing costs and obtaining more
rapid and standardized results in a shorter time.
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